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Comments on: 
Krähenbühl N, Akkaya M, Dodd AE, et al. Impact of the rotational position of the hindfoot on measurements 
assessing the integrity of the distal tibio-fibular syndesmosis [published online ahead of print, 2019 Nov 
1]. Foot Ankle Surg. 2019;S1268-7731(19)30181-X. doi:10.1016/j.fas.2019.10.010 
 
Dear authors, 
We thank you for an excellent paper which sheds more light into radiographic evaluation of the distal tibio-
fibular syndesmotic joint, a long-lasting challenge in our specialty. We respectfully suggest in the present letter 
that a more in-depth analysis of your work is possible, which we would like to share here by detailing two 
major aspects: 1- principles of rotation induced bias in radiography and 2- simple geometrical background for 
this bias. After which, the relevant conclusions will be drawn regarding the aforementioned study and 
consequences for future research. 
1- Rotation induced bias in conventional radiography, DRR and 3D WB cone beam CT images.  
 Projection of 3D structure on a plane is subject to rotation bias: measurements (angles, lengths) 
change, depending on rotation of the 3D structure relative to the incident radiographic beam and to the plane 
of projection. This problem is inherent to WB Conventional Radiography, not WB cone beam CT in which the 
whole volume is acquired so that the true absolute and relative dimensions are known. 
 In this study, a foot and ankle complex is scanned. A virtual model of the F&A is obtained through 
segmentation. Digitally Reconstructed Radiographs are then obtained at different degrees of rotation by 
rotating the virtual model and projecting it on a virtual plane. This is like virtually performing conventional 
radiography on a virtual foot and ankle model obtained through WB cone beam CT. In conventional 
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radiography in real life, once the film is shot at a certain degree of rotation, the projection is fixed with an 
unknown degree of rotation from the neutral position and an equivalent bias is created and fixed. The whole 
point of WB cone beam CT is to be able to rotate back the virtual foot model to neutral position in order to 
perform the measurements in neutral position with the smallest possible bias. So we do agree that in your 
study, it is interesting to verify that bias in DRR, which are a simulation of radiography, but in the clinical 
setting, such bias in axial measurements would not happen.  
 Therefore, it is our belief that it cannot be concluded that measurements will vary depending on 
rotation in WBCT because the whole point of WBCT is that whatever the position of the foot within the 
machine's field of view, measurements can always be made in neutral position.  
2- The results can be demonstrated in advance using geometry.  
α is the angle of incidence of the X rays or the angle between the neutral position and the position used for 
measurements.  
l1 is the distance between the anterior border of the fibular notch and the most medial point on the fibula. Its 
projection on the radiographic plane or DRR corresponds to TFCS.  
l2 is the distance between the posterior border of the fibular notch and the most medial point on the fibula. Its 
projection on the radiographic plane or DRR corresponds to TFO. 
The same applies to the MCS.  
Figure 1 Here 
At this point, whatever the configuration, since the anatomy of the syndesmosis is not changing (no extra 
torque is applied and it is the whole foot and ankle complex which is rotation), the measurement (M) 
(whatever it is, TFCS, TFO or MCS) is a trigonometric function of α  where M is equal to the Sinus of α times the 
value of the M in the neutral position (meaning when α=0): 
M = sin(𝛼) . l 
Therefore, the results observed in this study cannot mathematically be anything else than a sinusoid function. 
Any observed variation will be due to variability between patients, intra-inter observer reliability, and the fact 
that depending on rotation, the most medial point of the fibula is not always the same, but this will never 
change the actual of the relationship and the shape of the trigonometric funtion.  
As an example, we plotted the results in Figure 2., using 1cm as a hypothetical value for l and the same interval 
as the authors (-30 to +30°) for the rotation, also using an inverted scale on the horizontal axis. What can be 
seen is that this is exactly the same as the findings in your paper.  
Figure 2 Here  
Furthermore, this is only part (-30°-30°) of the sinusoid function, so it looks linear, but if the range is extended, 
as shown in Figure 3, the sinusoid appears.  
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Figure 3 Here 
3-Conclusions 
In conclusion, this is definitely a useful study, which will help raise awareness on the importance of avoiding 
rotational bias, however: 
In order to avoid confusion by the readership, that rotational bias is the thing of conventional radiography, not 
CT. In this study, CT was only used to create models for repeated virtual conventional radiography for each 
patient (7 for each patient), which avoided 7 times extra radiation dose for the healthy volunteers. A similar 
study on hindfoot alignment measurements was performed and published in previous literature where the 
option was chosen to use a cadaver leg and conventional radiography rather than a virtual model of the latter, 
in order to avoid radiation on live patients/volunteers[1].  
As a consequence, the conclusion could be that in order to use WB cone beam CT at its fullest, a structured 
reference technique has to be described in order to fix the plane of projection for axial measurements and 
DRR’s relative to the foot and ankle referential, not the scanner’s referential (or Field of View). In that respect, 
the sagittal, vertical plane passing through the 2nd metatarsal’s long axis may be used, according to past 
literature, to define 0° rotation. In the future, maybe even more reliable landmarks may be investigated and 
defined using WB cone beam CT technology.   
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Figure 1: Trigonometric interpretation of the syndesmosis axial slab 
 
Figure 2: shape of trigonometric relationship in the study interval (-30° to +30°) 
 
Figure 3: extended trigonometric relationship: the red part corresponds to the previous graph in Figure 2. or 
the study interval. 
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